Failure of a multiplex polymerase chain reaction assay to detect IMP-27 in a clinical isolate of Morganella morganii.
A case of an IMP-27-positive Morganella morganii isolate is reported, where the carbapenemase enzyme was demonstrated by whole genome sequencing. Carbapenemase detection using a multiplex PCR assay was negative due to mutations in the primer binding site. This case serves to illustrate the limitations of multiplex PCR for carbapenemase detection.